Sensitive and reliable methods for simultaneous determination of polybrominated diphenyl ethers (PBDEs) and polychlorinated biphenyls (PCBs) in limited volumes of human serum or plasma need to be further documented especially when they accumulate at low levels that are still capable of disrupting endocrine and immune functions, and affecting neurodevelopment and reproduction. The objective of this study was to develop and validate a sensitive and quantitative method that simultaneously quantifies PBDEs and PCBs in 0.5 ml of human serum or plasma. We optimized a solid-phase extraction (SPE) method and used silica particle purification for the extraction of PBDEs and PCBs. Two multiple reactions monitoring (MRM) transitions were optimized for each congener. The sum of the transitions was used for quantification, and their abundance ratios were used for identification. The combined method optimization techniques resulted in limits of detection from 3 to 145 pg/ml for 10 PBDEs and 1-12 pg/ml for 15 PCBs. Method was solidly validated by analyzing serum fortified with a certified PBDE and PCB standard mixture from the National Institute of Standards and Technology (NIST). The accuracy was 88-118% and day-to-day precision was within 19%. The method was successfully applied to quantify native concentrations of PBDE and PCB in commercially available human serum. The sensitivity and selectivity of the GC/EI-MS/MS analysis enables it to be the method of choice for investigations of exposures to PBDE and PCB congeners, especially when sample volume is limited.
Introduction
Epidemiological studies show that exposure to specific persistent organic pollutants (POPs) such as polybrominated diphenyl ethers (PBDEs) and polychlorinated biphenyls (PCBs) are strongly associated with disrupted endocrine [1] [2] [3] [4] [5] and immune system functions [6] [7] [8] [9] , adverse effects on neurodevelopment [10] [11] [12] [13] , and alterations of reproductive physiology [14] [15] [16] . In addition, experiments conducted in animal models and cell cultures indicate that PBDE and PCB burden are associated with obesity [17, 18] neurodevelopment disorders [19, 20] reproductive dysfunction [21, 22] and cardiovascular diseases [23, 24] . However, the potential for adverse effects in infants and children remains unresolved and thus accurate methods of exposure assessment are urgently needed. PBDEs continue to be used as flame retardants in the manufacture of household furnishings, appliances, textiles, paints, and electronics including televisions, cell phones, and computers [25] . PCBs were widely used in heat exchangers and dielectric fluid, as stabilizers in paints, polymers, and adhesives, and as lubricants in various industrial processes until banned in 1977 [26] . There are 209 PBDE and 209 PCB congeners. The degrees of bromination/chlorination and substitution patterns determine chemical stability, planarity, lipophilicity and biological activity. PCBs and PBDEs degrade very slowly in the environment, biomagnifying up through the food chain [27] [28] [29] , and accumulate in adipose tissue compartments in the body. Cord blood [30] [31] [32] [33] , serum or plasma [34] [35] [36] [37] [38] [39] [40] [41] , breast milk [42] [43] [44] [45] [46] , placenta [47, 48] and adipose tissues [49, 50] have been used as substances to assess the extent of human exposure to PBDEs and PCBs.
Accurate quantization of PBDEs and PCBs in complex biological matrices presents a challenge because of their expected concentrations in the low ng/ml to sub-ng/ml range. Furthermore, lipids, proteins, and inorganic salts present in serum and plasma result in a very complex matrix requiring extensive cleanup procedures prior to analysis [51] . Gas chromatography (GC) coupled to mass spectrometry (MS) with electron impact (EI) or electron capture negative (ECNI) ionization are the most commonly used techniques for PBDE and PCB congener analysis [52] . Utilizing triple quadruple mass spectrometry under positive EI with multiple reaction monitoring (MRM) mode greatly enhances the sensitivity and selectivity of detection compared to selective ion monitoring (SIM) mode. Detection of PCBs in sediments at concentrations of 0.02-0.07 ng/g dry weight was reported in Hebei and Hubei Province, China, using a GC-MS/MS method [53] . PCBs have been detected in human adipose tissue at levels of 0.6-1.8 ng/g under EI MRM positive mode using GC-MS/MS [50] . Recently, select PBDE congeners were detected in human serum between 0.10 and 0.20 ng/ml utilizing GC-MS/MS [54] . Although the described GC-MS/MS methods are sensitive and selective, there is increasing demand to accurately measure PBDE and PCB concentrations in limited volumes of serum or plasma, as would be the case for blood samples collected from neonates and infants.
Of the 209 possible PCB congeners, most of the scientific and regulatory attention has been directed toward the so-called dioxin-like PCBs that lack at least two chlorines in the orthopositions [55, 56] . Recent studies indicate that non-dixon-like PCBs currently predominate in biological and environmental samples, especially the penta-to hepta-chlorinated biphenyls [57] . For example, PCB-153 has accounted for nearly 15% of the total PCB burden determined in human serum, while PCB-138 and PCB-180 contributed 14% and 11%, respectively [57] . PCB-84, -95, -136, -149 and -176 were determined to be the most potent congeners in altering local and global Ca 2+ signaling properties with possible subsequent short-and long-term consequences on neurodevelopment and neurodegeneration [58, 59] . Amongst PBDEs, tetra-to hexa-brominated diphenyl ethers are the dominant contributors to total human burden [54, 60, 61] . BDE-47, -99, -100, -153, and -154 are reported to account for 90% of the total body burden [62] . Recently, PBDEs with bromine at the 5 and/or 5′ position (such as BDE-49) appear to be present in disproportionally high concentrations in human gestational tissues and blood [63, 64] . 
Extraction of analytes from serum
Serum samples were stored at −80 1C and were thawed on ice overnight before preparation. An aliquot of 0.5 ml serum was removed and placed into disposable glass tubes. Serum samples were spiked with 10 ml of a solution containing 100 ng/ml 13 C 12 -BDE-118 and 13 C 12 -PCB-97. Serum was then mixed with 0.5 ml of pure formic acid and ultrasonicated for 10 min. SPE cartridges were gravimetrically conditioned with two aliquots of 3 ml pure methanol and two aliquots of 3 ml ultrapure water with formic acid and methanol (v/v/v, 94.5/0.5/5). Serum and formic acid matrix was applied to the SPE cartridges and filtered gravimetrically. The cartridges were washed with two aliquots of 3 ml water containing formic acid and methanol (v/v/v, 94.5/0.5/5) before being dried under vacuum (−5 mmHg) for 5 min. Disposable SepPaks cartridges were placed underneath the SPE cartridges, and analytes were eluted with three aliquots of 3 ml dichloromethane under vacuum (−10 mmHg) into disposable glass tubes fortified with 100 ml of 1 ng/ml Mirex. Extracts were evaporated to dryness under a gentle nitrogen stream in a water bath (40 1C) . The residue was reconstituted in 100 ml of isooctane, vibrated for 2 min and then transferred into an auto-sampler vial for GC/EI-MS/MS analysis. NIST serum powder was reconditioned according to the manufacturer's instructions. Briefly, an aliquot of 10.7 ml of ultrapure water was carefully added to the vial at room temperature (∼22 1C). Contents were mixed by gentle swirling and then allowed to stand for approximately 30 min. The vial was mixed again and allowed to stand for an additional 10 min. The vial was never shaken vigorously in order to avoid frothing. Total time for reconstitution was approximately 1 h. Reconstituted NIST serum was prepared following the same procedures as described for serum samples above.
Instrumentation
PBDE and PCB congeners were analyzed using a Bruker Scion TQ triple quadruple mass spectrometer (Bruker, Fremont, CA, USA) equipped with a Bruker 451 GC and CP 8400 auto-sampler and series split/splitless injector set at 250 1C. GC separation was performed by a 30 m BR-5MS, 0.25 mm i.d. column with 0.25 mm film thickness (Bruker, Fremont, CA, USA). The GC oven temperature was started at 90 1C and held at that temperature for 1 min. Temperature was then increased to 150 1C at a rate of 50 1C/min and held for 1 min. Finally, oven temperature was increased to 310 1C at a rate of 8 1C/min and held for 3 min. The flow rate of the carrier gas, helium, was set at 1.0 ml/min. Source temperature was set at 250 1C and transfer line temperature at 280 1C. PBDE/PCB concentrations were determined in multiple reactions monitoring (MRM) mode. MS/MS was operated in EI positive mode at 70 eV. An aliquot of 2 ml sample was injected by pulsed splitless method (40 psi, 0.2 min).
A unique new compound based scanning (CBS) workflow for setting up the multi-residue MRM method was employed with the Bruker MS workstation software. After several initial runs to identify the retention time window and MS/MS transitions for each compound, the optimal scan time and dwell time for each MRM was calculated based on the average peak width and automatically set by the software based on consideration of all overlapping retention time windows. Thus, there was no time segment in the method. Two MRM transitions were set up for each analyte. The CBS workflow allows MRM information for each compound from the acquisition mode to pass directly into the data processing method. Therefore, a separate data processing method was not needed. However, the area under each chromatographic peak was integrated for further quantization.
Method validation 2.4.1. Lower limit of detection and quantification
The lower limit of detection (LOD) was determined according to the EPA Regulation 40 CFR part 136 method [65] . Seven replicates of human serum spiked with a mixture of target analytes at final concentrations of 0.02 ng/ml each were processed through the entire extraction procedure and analyzed. Standard deviation of seven replicates multiplied by the Student's t-value of 3.143 (99% confidence level for seven replicates) was used to estimate the method detection limit. The lower limit of quantification (LOQ) was calculated as 10 times the standard deviation of the result for seven replicates of an individual compound.
Linearity
The linearity of the method was examined by plotting the peak area ratio (analytical/surrogate internal standard) of each PBDE and PCB congener against the concentration added to the control serum. Calibration samples were prepared by adding a specific amount of analytical standard in solvent to 0.5 ml of quality control serum to obtain 10 calibration samples with known concentrations of selected PBDEs and PCBs (0.04, 0.1, 0.2, 0.8, 2, 4, 10, 20, 50, and 100 ng/ml, based on serum volume). The correlation between concentration and peak area ratio (analytical/surrogate) were examined using the leastsquared linear regression. Weighting factors of calibration curve was selected from 1, 1/x
, 1/y, and 1/y 2 based on the respective sums of the relative errors, which represented the differences between calculated concentrations and theoretical amount. Weighting factor was chosen to be the one that produced the least sum of relative errors. Correlation coefficient was used to assess linearity. All PBDE and PCB concentrations are expressed in ng/ml serum.
Accuracy and precision
Accuracy and precision were assessed using the certified NIST reference standard serum (SRM s 1958). An aliquot of 0.5 ml NIST reconstituted serum was spiked with surrogate internal standards (1 ng, 13 C 12 -PCB-97 and 13 C 12 -BDE-118) and prepared as described in Section 2.2. The ratios of determined PCB and PBDE levels to the theoretical concentration listed in the NIST serum certificate were reported to assess the accuracy. The residual standard deviations (RSD) of six replicate analyses of the same sample were used to determine precision. In order to determine run-to-run and day-today precisions, one NIST human serum sample was independently prepared and analyzed in six replicates each day for 3 days.
Method application
The native concentrations of targeted PBDE and PCB congeners in the unspiked control human serum were evaluated by the Table 1 Parameters of GC/EI-MS/MS analysis of PBDE and PCB congeners and internal standards. proposed method. Control serum (purchased from Sigma-Aldrich) was prepared in six replicates to determine the native concentrations of PBDE and PCB congeners.
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Results and discussion

GC separation of analytes
The total ion current (TIC) chromatograms of control serum spiked by 10 ml of 20 ng/ml of 10 PBDE and 15 PCB congeners are shown in Fig. 1A . Congeners were eluted between 13 and 25 min. With the high selectivity of optimized transitions, co-elution was eliminated for all congeners. Retention time resolution R s is defined as the ratio of differences between two adjacent chromatographic peaks and the sum of their half-height peak width. Baseline separation is achieved when R s 41.6. The analytes were all baseline separated, PCB-132 following PCB-153, and BDE-28 following PCB-149 showing the smallest R s of 1.66 and 1.80, respectively (Table 1 ). In general, PCBs were eluted before PBDEs due to their higher volatility. Signal abundances of PCBs were generally higher than that of PBDEs at the same concentration.
Mass spectra of analytes
Mass spectra give characteristics of isotope patterns according to mass and natural abundance. Bromine has two isotopes, 79 Cl at 36.9659 with a natural abundance of 24.23%. Since the natural abundance ratio of the two chlorine isotopes is approximately 3:1, the mass spectrum of PCBs will be an isotope cluster of ions separated by 2 mass units centered by a single most abundant peak independent of the number of chlorine atoms. By convention, we will refer to ions by the nominal mass of the highest intensity peak; the calculation of nominal masses is based on the masses of all atoms rounded to the nearest integer.
The fragmentation patterns of PBDEs and PCBs under EI source with positive detection were characterized by the presence of intense molecular cluster ions, and fragment ions corresponding to successive loses of bromine or chlorine atoms from the molecular ions, respectively (Fig. 1B) . Although two transitions were optimized for each analyte, the signal intensities of these two transitions were not equally abundant (refer to the MRM 1/2 ratios in Table 1 ). For all analyzed PBDE congeners except BDE-183, the EI spectra of precursor ions were dominated by the molecular ions. + generated from the molecular ions. Therefore, the most intensive ion peak of the molecular cluster ions of each homolog group was selected as the precursor ion, while the most dominant fragment ion resulting from the various losses of bromine or chlorine, respectively, was selected for the most abundant transition. For most PBDE and PCB congeners, a second transition, from an additional loss of bromine or chlorine, was observed. The fragmentation patterns of PBDE and PCB congeners are directly influenced by the ionization of the EI source. In the EI process, the analyte of interest is vaporized into the mass spectrometer ion source, where it is impacted by a beam of electrons with sufficient energy to ionize the molecule. Every electron in an organic molecule is paired with an electron of opposite spin. Therefore, when a molecular ion is generated by removing one electron, an unpaired electron will de-stabilize the molecule, with subsequent fragmentation. Since the bromine and chloride are electrophilic atoms, their existence on biphenyl rings is more likely to generate positive fragment ions by the successive losses of bromine or chlorine along with the electron. Our analysis showed that the major fragment ions of PBDE and PCB congeners resulted from losses of various amounts of bromine and chlorine atoms under the positive detection of EI source.
Since we optimized two transitions for each congener, the ratios of the transitions were obtained by dividing the integrated peak area of the most dominant transition with that of the second major transition. Transition ratios over the entire calibration range from 0.04 to 100 ng/ml are listed in Table 1 . The relative standard deviation (RSD) of each transition ratio is less than 20%, which suggests that the ionization efficiency of the EI source was relatively consistent at various concentrations of each congener. Our data shows that the transition ratios of each congener can be used to identify a specific congener. In this paper, to further enrich the signal abundance, two transitions were added up for quantification.
Sample preparation
The selection of appropriate SPE cartridges with different sorbent materials played a key role in the achievement of high and reproducible recovery for our congeners. The most commonly used sorbents are porous silica particles surface-bonded with C18 or other hydrophobic alkyl groups, and polymeric sorbents, such as styrene-divinylbenzene, and activated carbon to further remove water [51] . The purification of PBDE and PCB congeners from human serum was accomplished by denaturation, solid phase extraction and clean-up procedures. During the method development stage, the purification efficiency of each step was optimized one by one (Table 2) . Mixed PBDE and PCB standards, containing 5 ng of each compound, were spiked into 0.5 ml of control serum and allowed to sit for 15 min. Formic acid and isopropanol were tested as denaturation solvents before SPE. The results showed that recoveries of 82.4-97.5% and 72.5-89.4% were obtained for Table 2 Effects of extraction procedures on the recoveries (%) of PCB and PBDE congeners in human serum. formic acid and isopropanol, respectively. Two types of SEP cartridges, Oasis HLB and Strata-X, were evaluated and gave recoveries of 74.3-88.5% and 50.0-63.6%, respectively. Subsequently, dichloromethane (DCM) with an eluting efficiency of 85.6-99.7% was chosen over iso-hexane with an efficiency of 56.6-87.8%. Finally, silica and Florisil particles were examined separately for their ability to further clean up the human serum matrix, and resulted in recoveries of 76.9-93.4% and 67.6-78.6%, respectively. In order to maximize PBDE/PCB congener recovery from serum, formic acid for denaturation, Oasis HLB as SPE cartridges hyphenated with Sep-paks Silica cartridges, and DCM as the eluting solvent were selected to extract and purify low-volume (only 0.5 ml) human serum samples.
Recovery (%)
Validation of the GC/EI-MS/MS method
Lower limits of quantification and detection
As shown in Table 3 , LOD varied from 0.003 to 0.036 ng/ml for PBDEs, except BDE-118 which is 0.145 ng/ml, and from 0.001 to 0.012 ng/ml for PCBs. When comparing our LODs to methods using ion trap mass spectrometry for analysis of human serum or tissues, for PBDEs and PCBs, our LODs conducted by triple quadruple tandem mass spectrometry were up to 10 times lower than previously reported LODs values ranging from 0.07 to 1.3 ng/ml for PBDEs [66] , and from 0.05 to 0.13 ng/ml for PCBs [67, 68] .
Linearity
Good linearity was obtained in a concentration range of 0.04-100 ppb (Table 3) , and the correlation coefficients for each compound presented. The concentration range in biological methods is required to be dynamic and broad, in order to monitor concentrations effectively. When the range of data values is large, it might be expected that the variance of each data point might be quite different. A proper weighting factor is needed for data to adequately fit the linear model [69] . In this study, 1/x 2 and 1/x were the best weighting factors producing the smallest relative error after regression. That means the most random distribution of data happens at the lower end of the calibration curve. The broad range of linearity demonstrated that the method is suitable for simultaneous determination of PBDEs and PCBs in low volume of human specimens.
Accuracy and precision
Accuracy and precision of the method were determined by the use of NIST certified reference serum (Table 4) . Accuracy ranged from 88% to 118% and run-to-run and day-to-day precisions were between 4% and 10%, and 12% and 19%, respectively (Table 4) . Table 3 Lower limits of detection (LOD) and quantification (LOQ), and linearity of GC-MS/MS method for the analysis of PBDE and PCB congeners. The results demonstrated that PBDEs and PCBs can be extracted and simultaneously determined by the proposed method with good accuracy and precision. The combined optimized samples preparation and GC/EI-MS/MS method developed in this study can therefore be applied to plasma or serum samples for accurate quantification of the target PBDE and PCB concentrations at concentrations as low as pg/ml.
Initial
Application of optimized GC/EI-MS/MS method
The native concentrations of commercially available control human serum, purchased from Sigma-Aldrich, are shown in Fig. 2 . According to the certificate of analysis of Sigma-Aldrich, the control serum is a composite sample from male donors residing in the United States. For PBDEs, BDE-47, -99, -28, and -100 were the dominant congeners identified in control serum. Native concentrations of BDE-136 and BDE-183 in control serum were determined to be 0.004 and 0.028 ng/ml, respectively, which were below their corresponding LODs (0.026 and 0.145 ng/ml) when extracted from 0.5 ml volume of samples. Three targeted tetraBDEs and three targeted penta-BDEs accounted for 53.8% and 28.0% of the total burden of measured PBDEs respectively. Meanwhile, PCB-84, -95, -153, -149, and -138 were the major contributors of PCB congeners in control serum. Native concentrations of all targeted PCB congeners were above their LODs. Six hexa-PCBs and three penta-PCBs contributed 49.1% and 31.1% to the total body burden of measured 15 PCB congeners. Generally, among the analyzed 15 PCB congeners, less chlorinated congeners were the major contributors.
The application example demonstrated that the proposed GC/ EI-MS/MS method is sensitive to simultaneously evaluate bioaccumulation of targeted PBDEs and PCBs in human serum or plasma limited to 0.5 ml sample volume.
Conclusion
We developed a highly sensitive and selective GC/EI-MS/MS method and combined it with specific SPE preparation to simultaneously determine PBDE and PCB congener concentrations in lowvolumes of human plasma or serum. This method is a significant improvement over existing methodologies in that it provides a rapid and unequivocal determination of organic pollutants in biological fluids and it is validated to be capable of pg/ml concentrations. The major advantage of this method is the greatly increased instrument sensitivity and selectivity utilizing tandem mass spectrometry and the proven effective sample pretreatment process limited to only 0.5 ml of human serum or plasma. The accuracy and precision of the method was validated with NIST standard serum and obtained excellent recovery and repeatability. The method was successfully used to measure PBDE and PCB congeners in commercially available human serum. The sensitivity and selectivity of the GC/EI-MS/MS analysis enables it to be the method of choice for investigations of exposures to PBDE and PCB congeners. 
